5 **Response Check**

- Collect reading on lowest multiplier possible.
- See calibration sticker for check source identification number and acceptable range.

6 **Ready to Survey**

See REAC/TS Patient Radiological Survey Sheet.

1 **Inspect**

Inspect for damage, connect cables, install batteries.
2 Calibration Check

Verify instrument is within the recalibration date. (Typically 1 year from calibration date).

3 Battery Check

Turn instrument on and perform battery check. Replace as needed.

4 Background Measurement

Document background and units [cpm].